
23 May 2023

AperTO - Archivio Istituzionale Open Access dell'Università di Torino

Original Citation:

Simultaneous multisite detection of quantal release from PC12 cells using micro graphitic-
diamond multi electrode arrays

Published version:

DOI:10.1016/j.bpc.2019.106241

Terms of use:

Open Access

(Article begins on next page)

Anyone can freely access the full text of works made available as "Open Access". Works made available
under a Creative Commons license can be used according to the terms and conditions of said license. Use
of all other works requires consent of the right holder (author or publisher) if not exempted from copyright
protection by the applicable law.

Availability:

This is the author's manuscript

This version is available http://hdl.handle.net/2318/1709981 since 2019-08-19T09:32:38Z



Simultaneous multisite detection of quantal release from PC12 cells using 
micro graphitic-diamond multi electrode arrays 

 
Giulia Tomagra1*, Claudio Franchino1, Alberto Pasquarelli3, Emilio Carbone1, Paolo Olivero2, 

Valentina Carabelli1 & Federico Picollo2 

1 Department of Drug and Science Technology, NIS Inter-departmental Centre, University of 
Torino, Corso Raffaello 30, 10125 Torino, Italy 
2 Department of Physics, NIS Inter-departmental Centre, University of Torino, and Italian Institute 
of Nuclear Physics, via Giuria 1, 10125 Torino, Italy 

3 Institute of Electron Devices and Circuits, University of Ulm, 89069 Ulm, Germany 

*Correspondence to: Giulia Tomagra (giulia.tomagra@unito.it). 
 
Abstract 
Micro graphitic – diamond – multi electrode arrays (µG-D-MEAs) are suitable for measuring multisite 
quantal dopamine (DA) release from PC12 cells. 
Following cell stimulation with high 
extracellular KCl and electrode polarization at 
+650 mV, amperometric spikes are detected 
with a mean frequency of (0.60 ± 0.16) Hz. In 
each recording, simultaneous detection of 
secretory events is occurred in approximately 
50% of the electrodes. Kinetic spike parameters 
and background noise are preserved among the 
different electrodes. Comparing the 
amperometric spikes recorder under control 
conditions with those recorders from PC12 cells 
previously incubated for 30 min with the dopamine precursor Levodopa (L-DOPA, 20 µM) it appears 
that the quantal size of amperometric spikes is increased by 250% and the half-time width (t1/2) by 
over 120%. On the contrary, L-DOPA has no effect on the frequency of secretory events. 
Overall, these data demonstrate that the µG-D-MEAs represent a reliable bio-sensor to 
simultaneously monitor quantal exocytotic events from different cells and in perspective can be 
exploited as a drug-screening tool. 
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1.0 Introduction 
Vesicular exocytosis, i.e. the fusion of a secretory vesicle with the plasma membrane, is a key 
process regulating synaptic transmission. Both in neurons and neuroendocrine cells, Ca2+-
dependent exocytosis requires that small synaptic vesicles (or dense core vesicles) undergo a series 
of maturation steps, which include the translocation of the vesicles to the release sites, their docking 
at the plasma membrane, and their priming, a process that makes vesicles ready for fusion. Finally, 
the vesicular content is extruded through an aqueous pore connecting the vesicle lumen to the 
extracellular space1. 



Amperometry provides a fast real-time measurement of the exocytotic event, confined to those 
neurotransmitters that are electrochemically oxidizable (dopamine, adrenaline, noradrenaline, 
serotonin). The amperometric detection of exocytosis requires a suitably polarized sensing 
electrode is properly polarized to induce the oxidation of released molecules that needs to be 
positioned in close proximity to the cell membrane to fully resolve multiple secretory events. In this 
way, released neurotransmitters, reaching in contact with the electrode surface, are oxidized and 
produce an amperometric spike current of 20-100 pA lasting few ms. Due to the excellent temporal 
resolution of this technique (sub-millisecond time scale), the distinct kinetic phases of the 
amperometric event (i.e. the measured spike) can be identified, and the vesicular content of the 
secretory granule quantified. 
Despite carbon fiber microelectrodes (CFEs) represent the gold standard approach for 
amperometric recordings of quantal release, the increasing need of performing multisite detection 
and improving the spatial resolution, led to the development of planar multi-arrays, with easily 
adaptable array geometries and variable dimensions and number of electrodes2–5. 
Several strategies have been developed for the fabrication of multi-electrode arrays with different 
techniques and different materials. To list a few: platinum ultramicroelectrodes6, platinum 
electrodes covered by iridium films7, sensors based on CNT ITO modified electrodes8, nitrogen-
doped diamond-like-carbon9, boron-doped diamond10,11 and Micro Graphitic –Diamond – Multi-
Electrode Arrays (µG-D-MEAs)12–16.  
The aim of this work is to demonstrate that the µG-D-MEAs are valid tools for real-time monitoring 
of quantal release during cell activity. 

 
Materials and Methods 

1.1  µG-D-MEAs fabrication 

Micro Graphitic –Diamond – Multi-Electrode Arrays (µG-D-MEAs) are fabricated in high-quality 
artificial diamond substrates produced by Chemical Vapor Deposition. The crystals are classified as 
“type IIa” with the following manufacturing specifications of the substrate: 4.5×4.5×0.5 mm3 in size, 
optically polished on the two opposite large faces. As extensively detailed in previous works17–19 
MeV ion beam lithography (i.e. 1.8 MeV He beam delivering at a  fluence of 1×1017 cm-2) allows the 
creation of highly damaged regions embedded in the surrounding diamond matrix. The definition 
of the geometry of the implanted regions is obtained by means of a 100 µm thick metal stencil mask 
which collimates the ion beam, while the modulation of the ion energy (and thus their penetration 
depth in the sample), is achieved using copper masks with thickness varying in the 0-5 µm range 
deposited directly over the crystal substrate. After a high-temperature thermal annealing treatment 
(950 °C in high vacuum for 2 hours) the amorphized tracks convert into nanocrystalline graphite if a 
critical dose was overcame (graphitization threshold (5÷9)×1022 vac cm-3)20–22.  
This fabrication scheme allows the creation of graphitic micro-channels emerging at the surface of 
the substrate in correspondence of the desired locations. 
 

1.2 µG-D-MEAs – biosensor 

The employed biosensors consist of 16 channels multi-electrode arrays allowing the collection of 
independent and simultaneous amperometric signals from different cells. The chip carrier is 
equipped with a 1 ml culture chamber with an Ag/AgCl reference electrode. The front-end 
electronics are based on low-noise transimpedance amplifiers, having an input bias current of 1 pA 
and the gain set by feedback-resistors of 100 MΩ. The signals are converted by a USB-6216 ADC 
module (National Instruments) equipped with Bessel low-pass filters of the sixth order with a 



bandwidth of 5 kHz. This configuration is optimized for amperometric acquisitions with sampling 
rate up to 25 kHz. The bias applied to the channels is +650 mV, a value that guarantees the oxidation 
of the dopamine with an optimal signal-to-noise ratio. 
 

1.3 PC12 cell line culture 

PC12 cell line derives by pheochromocytoma of the rat adrenal medulla, which was firstly cultured 
by Greene and Tischler in 197623. This cell line is often used as a model for study on 
neurodegenerative pathology such as Parkinson’s disease, sharing the mechanism and the 
neurotransmitters of dopaminergic neurons.   
The µG-D-MEAs are coated with collagen type I (Sigma-Aldrich) and placed in an incubator for 1 
hour; afterwards, the excess of collagen is removed by means of a gentle wash of Phosphate-
buffered saline (PBS). PC12 cells are treated with trypsin EDTA (0.25 % Sigma-Aldrich) for 8 min to 
detach them from the surface of the flasks in which are grown; after this step, they are centrifuged 
and plated in the devices. Cells are maintained in RPMI-1640 (Invitrogen) medium (containing 10 % 
horse serum (Invitrogen), 5 % fetal bovine serum (Invitrogen) and 2 % antibiotic/antimitotic 
(pen/strep Invitrogen), at a temperature of 37 °C in a 5 % CO2 atmosphere.  The experiments are 
performed 3/4 days after culturing at room temperature. During the experiments in which levodopa 
(L-DOPA, 20 µM) is administered, cells are incubated for 30 min at 37 °C, in a 5% CO2 humified 
atmosphere. Exocytosis is stimulated by applying 30 mM KCl. 

 
 

Figura 1. µG-D-MEA accommodated in the dedicated front-end electronics and micrograph of PC12 cells plated on the sensor. 

 
1.4 Amperometric recordings using µG-D-MEA 

 
In order to induce dopamine oxidation, a bias ranging between +600 mV and +800 mV12,24 is applied 
to the electrodes, with the consequent formation of dopamine-o-quinone and the donation of two 
electrons, that are detected as an amperometric current by the graphitic electrodes. For each spike, 
the number of oxidized molecules can be calculated by the Faraday's law, as the time integral of the 
current transient. The total collected charge is 𝑄 = ∫ 𝑖	𝑑𝑡 = 𝑁 𝑛*𝐹, where N is the number of 
detected moles, ne is the number of electrons transferred in the oxidation reaction, and F is the 
Faraday’s constant25.  
In general, the collection efficiency of an electrode depends from the geometry of electrode and 
the geometry of releasing cell surface. 
Usually, during measurements performed using CFEs, the operator positions the electrode as close 
as possible to the surface of the cell membrane in order to minimize the effects of diffusion and 
optimize the collection efficiency of oxidized molecules. On the other hand, the use of planar 



sensors offers the advantage that the cells are directly plated on the detection spots. The shape of 
the signal is closely linked to the cell position with respect to the electrode active area since both 
the width of the spike at half height (t1/2, half-time width) increase and Imax (maximum oxidation 
current) decreases with distance, if secretion events are recorded from cell not properly located on 
the electrodes active area26. In order to exclude diffusional events, spikes with a rise time larger 
than 3 ms (measured from 25% to 75% of the rising slope) are excluded from the data analysis27–29. 
A representative amperometric spike detected from PC12 cells is shown in Fig. 2A. Diffusional events 
(discarded from the analysis) versus amperometric spikes, classified on the basis of their rising time, 
are both visible in Fig. 3. 

 
Figure 2. A.  Magnification of a representative spike: Imax is the maximum of the current generated by the oxidized molecules; t1/2 is 
the time at which the spike amplitude reaches 50% of its maximum value; Q is the charge, calculated as the integral of the current 
over time; rise time  of the ascending slope and decrease time (in red in the figure)30. B-C. Different positions of the secreting cell 
respect to the sensing micro-graphitic electrode: the cell is far from the electrode (B), giving rise to the detection of smaller events 
and diffusional signals. (C) The cell is located above the electrode.  

 
Figure 3 Representative amperometric recording from one of the 16 micro-graphitic electrodes of the µG-D-MEA. Exocytosis is 
triggered by dispensing 30 mM KCl. Exocytotic events, associated to the quantal release of dopamine, have been detected as a series 
of amperometric spikes. The recording lasted several seconds. Diffusional events (rise time > 3ms) are indicated by red asterisks.  Inset: 
two events shown at higher magnification. 
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Results 
 

2.0 Multisite amperometric recordings before and after L-DOPA incubation 

The major advantage of performing real-time measurement using multi-arrays is to simultaneously 
measure the secretion from multiple cells. In order to compare the responsiveness of 7 test 
electrodes, we compared among them the mean values of a kinetic spike parameter (t1/2, (3.1 ± 0.4) 
ms) and of the basal current noise ((5.8 ± 0.2) pA, n=16 electrode, figure not showed). In Fig. 4 it is 
possible to observe that the mean t1/2, independently of the electrode and the device from which 
the signal is collected, does not exhibit any statistically significant variations, (p>0.05, ANOVA 
Bonferroni post-hoc comparison).  

 
Figure 4 Analysis on t1 / 2 parameter variability. No significant differences in data are observed, regardless of the sensing electrode.  

Fig. 5A shows a typical recording of amperometric spikes using a μG-D-MEA. The secretory activity 
of several PC12 cells is recorded from 13 out of the 16 electrodes, allowing to collect a significant 
number of events in few recordings (i.e. n @ 1500 events/device). After recording under control 
conditions (external stimulation with 30 mM KCl), PC12 cells are incubated with the dopamine 
precursor L-3, 4-dihydroxyphenylalanine (L-DOPA), to increase the dopamine content31. The effect 
of the treatment with L-DOPA is shown for a representative electrode in Fig. 5B. We found that the 
frequency of amperometric spikes generation is not affected by L-DOPA32 ((0.60 ± 0.16) Hz in control 
condition and (0.56 ± 0.12) Hz after L-DOPA incubation, p> 0.1), and that the Ca2+ channel blocker 
CdCl2 (500 µM), completely suppressed the exocytotic response. On the contrary, L-DOPA caused a 
significant increase in the number of secreted molecules (250% with respect to control, p< 0.05). 
The mean values of the spike charge (Q) increased from (0.143 ± 0.002) pC (control) to (0.320 ± 
0.010) pC (L-DOPA) (p< 0.05). Similarly, concerning the kinetic spike parameters, that the t1/2 is 
increased by over 120% with respect to control condition, i.e. from (2.79 ± 0.03) ms to (6.01 ± 0.18) 
ms (p< 0.05). These findings are in good agreement with those reported by Pothos et al.32, thus 
confirming the reliability of μG-D-MEAs. 
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Figure 5 A. Amperometric recordings from 16 different electrodes. B. A representative trace in control condition, after incubation with 
L-DOPA for 30 min and in the presence of Cd2+ (500µM). Inset: magnification of two amperometric spikes, in control conditions and 
following L-DOPA incubation. C. Histograms of half-height width and relative charge in control and after incubation with L-DOPA. 

 
2.1 Distribution of quantal size variability, in control and with L-dopa 

The distribution of the vesicles radii derives from molecule1/3 values using the Farady law33,  
assuming spherical shape of the vesicles34. 
The cube root of the quantal size before and after L-DOPA is normal distributed (Fig. 7B, C), as 
confirmed from the determination coefficient calculated from the fit (RCTRL=0.99; RL-DOPA=0,96). The 
entire population of quanta after L-DOPA treatment is significantly shifted to larger values with 
respect to control (p< 0.05, KS test = 0.79). The corresponding cumulative distributions is shown in 
Fig. 7C, where is evident that the distribution with L-DOPA is shifted by 17% toward higher values 
with respect to control (peak maxCTRL = (71.9 ± 0.3) pA, peak maxL-DOPA = (84.2 ± 0.7) pA) 35–37.  
These results, using the μG-D-MEA, confirm that incubating with L-DOPA increases the quantum 
release of dopamine. 
 
 
 

 

Cd2+ (500 µM) 



 
Figure 7 A: cumulative probability of the molecules1/3, in control and after incubation with L-DOPA, the curve with L-DOPA is displaced 
to higher values. B-C: the typical probability distribution, in control (B) and with L-DOPA (C), the L-DOPA distribution sharply spikes to 
the left, on values greater than the control, confirming what is observed in the curve of the cumulative probabilities. 

Discussion 
Here we demonstrated that µG-D-MEAs are as efficient as CFEs to monitor in real-time the 
exocytotic activity of PC12 cells. As PC12 cells are cultured on the µG-D-MEA surface, amperometric 
detection can be simultaneously performed by 16 graphitic electrodes: this implies speeding up of 
data acquisition and avoiding mechanical cell stimulation. 
Moreover, µG-D-MEAs are reliable devices to carry out pharmacological studies, targeted to 
monitor alterations in the kinetics and amplitude of quantal secretory events. For example, we have 
shown that incubating the cells with L-DOPA causes significant changes in the shape of the 
amperometric spikes. These results are consistent with those performed by Pothos et al.32. In the 
cited work, 1 h incubation with 50 µM of L-DOPA potentiated by 250% the quantal release; in our 
case, we have incubated PC12 cells for 1 h at 20 µM and we have obtained an increment of 120%. 
 
The reason for the change in the shape of the spikes is rather complex38, nonetheless some 
hypotheses can be advanced. Sombers et al.38 hypothesized that L-DOPA favors multiple pre-fusion 
events (i.e. fusion between two or more vesicles before exocytosis). Alternatively, Colliver et al.39 
from TEM images observed that after incubation with L-DOPA there is a significant increase in the 
diameter and volume of the vesicles, these pharmacological studies demonstrated that this increase 
is mediated by the vescicular monoamine transporter (VMAT). 
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